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ABSTRACT 



Purpose : Field of view and voxel resolution of cone beam computed tomography (CBCT) might affect the diagnos- 
tic capability. This study was performed to compare between the standard and HiRes zoom modes in the diagnosis 
of external root resorption (ERR) using CBCT. 

Materials and Methods : Sixty three small cavities (0.25 mm depth and 0.5 mm diameter) were simulated on the 
buccal, lingual, and proximal surfaces at three different levels of 16 roots of teeth. After covering the root with nail 
varnish, the roots were inserted in the sockets and the model was placed in a water-containing lacuna. CBCT scans 
were taken in both standard and HiRes zoom modes using NewTom VG (QR srl Company, Verona, Italy). Then, an 
observer assessed the images to determine the presence or absence of the cavities. This process was repeated by 
increasing the size and depth of cavities to 0.5 mm depth and 1 mm diameter. Data were analyzed by McNemar test. 
The sensitivity, specificity, positive predictive value, negative predictive value, and likelihood ratio in evaluation of 
the simulated cavities were calculated. 

Results : There was a significant difference between the two imaging modes in diagnosing the shallow cavities 
(p =0.02). The sensitivity of the standard zoom in detecting the shallow cavities was lower than that of the HiRes 
zoom. The likelihood ratio of the HiRes zoom was higher in the diagnosis of both cavity types. 
Conclusion : This study suggested that a smaller voxel size in the HiRes zoom mode of CBCT is preferred for diag- 
nosis of ERR. {Imaging Sci Dent 2012; 42 : 19-24) 
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Introduction 

Resorption is defined as the physiological or pathologi- 
cal resorption of dental tissue and substances secreted. 
Root resorption (RR) often results from chronic, long-term 
inflammation and sometimes it is a self-limiting process.' 
External root resorption (ERR) is often diagnosed inciden- 
tally on check-up radiographs. Early diagnosis and treat- 
ment of RR may lead to prevention of the extensive loss 
of tooth structure and the resulting loss of the tooth. 
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Intraoral conventional radiographs is not considered as 
a reliable method for early diagnosis of ERR.^-^ In the 
evaluation of ERR, large irregular shape of radiolucency 
may be found on radiographs. The root canal is often visi- 
ble with no breaks in continuity.' In the diagnosis of RR, 
51.9% of false-negative and 15.3% of false positive were 
estimated for conventional radiographs.'' 

Digital techniques such as a charge couple device (CCD) 
or photostimuable storage plate (PSP) are more reliable 
methods for detection of ERR in comparison with con- 
ventional radiographs.""^ However, the accuracy of digital 
subtraction radiography (DSR) is controversial. Various 
studies proved its superior role,^'^ while others did not 
concur.'* 

Despite the usefulness of intraoral digital techniques, 
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these techniques do not provide an accurate detection and 
localization of ERR especially when it occurs at buccal or 
lingual surface.'* Accurate diagnosis of the location and size 
of ERR would be the most important in designing treat- 
ment plan and predicting the prognosis of the treatment. 

The diagnostic ability of computed tomography (CT) in 
evaluation of ERR was reported to show high sensitivity 
and specificity.^ However, CT should be cautiously used 
only for the limited cases of buccally or labially located 
ERR.'*'' 

New imaging systems such as cone-beam computed 
tomography (CBCT) have been introduced to the field of 
endodontics recently. There were several studies which 
confirmed the superiority and accuracy of CBCT in eva- 
luating RR.'""'* Liedke et al reported that using a 0.3 mm 
voxel resolution would be the best approach in diagnosing 
RR using CBCT with lower X-ray exposure. '° 

Few in vitro studies have been conducted on the effect 
of the field of view (FOV) and voxel size of CBCT in the 
diagnosis of RR. Accordingly, in this study, the experimen- 
tal variables were including the ERR size and location, as 
well as the FOV and voxel resolution. Reducing the pati- 
ent exposure and having the ability to detect ERR at an 
early stage were other advantageous achievements of this 
study. 

Materials and Methods 

In this study, a dry mandible with 13 remaining teeth or 
16 roots of teeth was selected. After performing a hemi- 
section of the mandibular molars, 16 roots were extracted 
from the dry mandible without causing significant injury 



to roots or bony sockets. 

After extraction of the roots, 63 round cavities of 0.25 
mm depth and 0.05 mm diameter were simulated in random 
distribution on the root surfaces while 21 cavities on each 
buccal, lingual, and proximal surfaces. The cavities were 
drilled by an endodontist, a co-investigator, using a high- 
speed round diamond bur. The numbers of cavities on each 
root were not the same but in random manner. A total of 
21 cavities on each surface were also distributed evenly 
as seven cavities at three different levels, cervical, middle, 
and apical portions. The cavities on the root surface were 
randomly distributed. The root surface was covered by 
two layers of nail varnish. The roots were replanted into 
their sockets. The coronal portion of hemisection molars 
was fixed by melted wax. Then the digital radiographs 
using a PSP storage sensor (Digora Optime, Sordex, Hel- 
sinki, Finland) with exposure parameters of 70 kVp, 7 mA, 
0.12 sec were taken from the different teeth to verify that 
the simulated cavities were not easily detectable. To recon- 
struct a soft tissue shadow and to avoid the disparities in 
density or image artifact, the model with a U-shaped water- 
containing lacuna fixed on a plexy plate was designed. In 
the center of the model, the mandible was fixed on the 
plate by wax layers. This complex was then set on the desk 
of NewTom VG (QR srl Company, Verona, Italy) CBCT 
equipment (Figs. lA and B). Depending on the voxel re- 
solution and FOV size, volumetric images were acquired 
using both HiRes (6-inch FOV, 0.125-0.150 mm voxel size) 
and standard (4-inch FOV, 0.200-0.240 mm voxel size) 
zoom modes. 

Exposure parameters for the HiRes zoom mode were 
IlOkVp, 0.7 mA and 5.4 seconds. At first, two scout 




Fig. 1 . The photographs present the mandible that mounted in U-shaped water-containing lacuna fixed on a plexy plate and the setting of 
this complex onto the desk of CBCT device. 
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Fig. 2. Mesio-distal cross-sectional images reveal small external root resorption cavities on the right mandibular premolars and first molar 
tooth in the different locations in the HiRes zoom (arrows). 



images, i.e. lateral and posterior-anterior views taken in 
accordance with the sample position were initially pre- 
pared and then a 360° scan was acquired. The total scan 
time was 18-20 seconds and the reconstruction time of the 
volumetric images was approximately four minutes. The 
above mentioned steps were repeated by the standard zoom 
with an exposure parameter of llOkVp, 0.5 mA, and 3.6 
seconds. 

In order to reconstruct the study images taken from the 
volumetric ones, the plane was selected as it was parallel 
to the occlusal plan. Axial images with a thickness and an 
interval of 0.4 mm were prepared. Cross-sectional images 
with a thickness of 0.25 mm and an interval of 0.5 mm per- 
pendicular to the mesio-distal and/or bucco-lingual axes 
(Fig. 2) were also prepared for each root. A maxillofacial 
radiologist, who was familiar with CBCT and had more 
than 10 years of professional work experience, participated 
in this study as an observer. This observer determined the 
absence or presence of cavities and their locations (i.e on 
the root surface and/or in the radicular third). The observer 
who was unaware of the study design and the distribution 
pattern of cavities evaluated both modes of CBCT images 
in separate sessions every two weeks to avoid the memory 
effect of repeated viewing. Overall in the first phase of the 
study, 126 cavities and 144 locations were evaluated. At 
the second stage, the roots were removed from their sockets 
and the previously applied nail varnish was cleaned from 



their surfaces. The depth and diameter of cavities were 
increased to a 0.5 mm depth and a 1 mm diameter. All of 
the previous steps were repeated. 

The answers were considered as true only if the observer 
detected both the presence and the location correctly. Over- 
all, 252 simulated cavities that included 126 shallow cavi- 
ties and 126 deep cavities were evaluated. Relative frequ- 
encies of true answers results of the two imaging modes 
for the two kinds of cavities to be examined were reported. 
Two image modes (standard and HiRes zoom) were ana- 
lyzed independently for determining cavity sizes (small 
and large) and detecting the location by the McNemar test. 
Overall, the McNemar test was used to compare the diag- 
nostic ability of two different modes of CBCT for the de- 
tection of ERR cavities. The sensitivity, specificity, positive 
predictive value (PPV), negative predictive value (NPV), 
and likelihood ratio (LR) were calculated. These diagnos- 
tic parameters were expressed with a 95% confidence in- 
terval (CI). The significance was determined at p<0.05. 
All statistical analyses were performed using SPSS for 
Windows (ver. 16.0, SPSS Inc., Chicago, IL, USA). 

Results 

In this experimental study, 74.6% and 63.5% of the cavi- 
ties were correctly identified in the HiRes mode and stan- 
dard zoom, respectively. As well, the percentages of cor- 
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rect diagnoses of large cavities were 85.7% in the HiRes 
mode and 92.1% for standard zoom. Table 1 shows the 
ability of the two CBCT modes with their ability to recog- 
nize the size and location of ERR cavities accurately. 

Table 2 shows the frequencies of making a correct iden- 
tification in whether the ERR cavities are present or absent 
in both the standard and HiRes zoom imaging modes. 
There was a significant difference between these two 

Table 1 . Correct diagnosis of simulated ERR cavities using CBCT 



Location 


Simulated 
RR cavities 


Number 


HiRes zoom 
N(%) 


Standard zoc 
N(%) 


Apical 


Small 


21 


14(66.7) 


7(33.3) 




Large 


21 


17(80.9) 


18(85.7) 


Middle 


Small 


21 


17(80.9) 


16 (76.2) 




Large 


21 


20(95.2) 


21(100) 


Cervical 


Small 


21 


16(76.2) 


17(80.9) 




Large 


21 


17(80.9) 


19 (90.5) 


Total 


Small 


63 


47 (74.6) 


40 (63.5) 




Large 


63 


54(85.7) 


58(92.1) 



Table 2. Frequency of correct diagnosis of ERR cavities in both 
CBCT imaging modes 



Cavities 



Number of 
locations 
examined 



HiRes zoom 
Number (%) 



Standard zoom 
Number (%) 



Small 
Large 



144 
144 



123 (85.4%) 
129(89.6%) 



113(78.5%) 
132(91.7%) 



Table 3. Diagnostic performance tests for each zoom mode 





Large cavities 


Small cavities 




Standard 


HiRes 


Standard 


HiRes 




zoom 


zoom 


zoom 


zoom 


Sensitivity (%) 


92 


86 


63 


75 


Specificity (%) 


91 


93 


92 


94 


PPV(%) 


89 


90 


86 


90 


NPV (%) 


94 


89 


76 


83 


LR+ 


10.22 


12.28 


7.78 


12.5 


LR- 


1 1 .37 


6.64 


2.49 


3.76 



PPV (positive predictive value), NPV (negative predictive value), LR+ 
(positive likelihood ratio), LR— (negative likelihood ratio) 



imaging modes for the small cavities detection (p =0.02) 
but no significant difference for large cavities (p=0.25). 

The McNemar test result showed that there was an asso- 
ciation between the identification of two kinds of ERR ca- 
vities in each imaging mode (p< 0.01 for standard zoom, 
p=0.3 for HiRes zoom). 

The diagnostic capability of CBCT scans to detect simu- 
lated root resorption was also tested. Table 3 shows the 
sensitivity and specificity, positive and negative predictive 
values (PPV and NPV respectively) as well as their LRs. 
Table 4 shows the sensitivity and specificity of CBCT for 
detection of ERR on different root surfaces and in each 
radicular third. 

The comparison between both CBCT imaging modes 
used for identifying the ERR cavities located in the differ- 
ent radicular thirds and root surfaces is shown in Table 5. 

Discussion 

This study evaluated two modes of CBCT with different 
voxel sizes, FOVs, image pixel sizes, and exposure para- 
meters in the detection of simulated ERR. The prognosis 
of RR would depend on the location, size, and root surface 
involved. Early diagnosis would be advantageous to make 
a decision of appropriate time to start treatment and im- 
prove the success rate of treatment. Conventional radiogra- 
phy used in diagnosing RR, especially when small defects 
occur on buccal and lingual surfaces, has limitations and 
is notreliable.'^'^"^ 

Previous studies'"''* showed that CBCT was very useful 
for the diagnosis of RR and it provided the possibility of 
proper management of ERR. In CBCT, the evaluation of 
root surface from different perspectives i.e. axial and cross- 
sectional views provides distinctive advantages of being 
able to determine the stage of RR more accurately, so that 
it can be possible to restore, arrest, and predict prognosis. 

Esterla et al reported that internal RR was detected in 
all the cases using CBCT images; moreover, the extensions 
of the lesions were greater than 1-4 mm in 95.8% of their 



Table 4. Diagnostic performance lesls for each mode based on cav ily size and as seen on each root surface and in different radicular thirds 

Standard zoom HiRes zoom 

Root surface Radicular third Root surface Radicular third 







C 


M 


A 


P 


L 


B 


C 


M 


A 


P 


L 


B 


Small cavities 


Sensitivity (%) 


85 


76 


32 


66 


57 


66 


80 


100 


64 


52 


81 


90 




Specificity (%) 


93 


93 


92 


85 


93 


96 


68 


88 


92 


93 


96 


92 


Large cavities 


Sensitivity (%) 


95 


100 


88 


90 


86 


100 


85 


95 


77 


71 


90 


92 




Specificity (%) 


96 


82 


92 


81 


96 


96 


96 


89 


92 


93 


93 


93 



C: cervical, M: niiddle. A: apical, P: proximal, L: Ungual, B: buccal 
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Table 5. Comparison between rates of ERR diagnostic accuracy in 
each zoom modes 



Location of 


Large cavities 


Small cavities 


root resorption 


(HiRes-Standard zoom) 


(HiRes-Standard zoom) 


Buccal 


NS 


NS 


Lingual 


NS 


S 


Proximal 


NS 


NS 


Apical 


NS 


S 


Middle 


NS 


NS 


Cervical 


NS 


NS 



S: significant; NS: not significant, p value<0.05 



cases. The voxel resolution was 0.2 mm in their study. 
In our investigation, large ERR cavities were detected in 
92.1% using the standard zoom mode and 85.7% using the 
HiRes zoom, respectively. Our study also concurred with 
the conclusions of previous investigations^"'"'^"* regarding 
the efficacy of CBCT in diagnosing RR. 

The frequencies of correct diagnoses at the apical third 
in each mode and in each cavity size were higher than 
those of a study by da Silveira et al.^ The accuracy of de- 
termining a correct diagnosis in the middle and cervical 
thirds analyzed in our study was similar to their results.^ 
On the other hand, for the small cavities located in apical 
third, both of the chosen CBCT modes were more efficient 
than the multislice CT scan. It must be considered that RR 
cavities are difficult to diagnose. 

The sensitivity in the detection of simulated ERR cavi- 
ties located in the middle and cervical third was higher 
than that located in the apical third, similar to the da Sil- 
veira et al's study.^ The small diameter of the apical third 
in comparison with that of the middle and cervical thirds 
is described in our previously mentioned results. 

The sensitivity of two different CBCT modes in the 
detection of simulated RR on the buccal surface was higher 
than that on the proximal portion and it was the same for 
the two types of the cavities. There was statistically signi- 
ficant difference between the standard and HiRes zoom 
modes in the detection of simulated RR at the apical third 
and on the lingual surface. Thus the HiRes zoom mode is 
suggested for detection of the most common RR site, the 
apical portion. 

There was a significant difference in identifying the RR 
cavities between the two modes in terms of the association 
of resorption size with the radicular third. This finding was 
similar to the results by da Silveira et al.^ 

Imaging modes in our study was a high voxel resolution 
in both standard (0.2-0.24) and HiRes zoom modes (0. 125- 
0.15). The voxel resolution in the Esterla et al's study'"* 



was 0.2 mm while Liedke et al chose 0.2, 0.3, and 0.4 mm 
voxel resolutions. '° In our study, the results of diagnostic 
performance tests revealed the similar values of the sen- 
sitivity and specificity among the cavities examined that 
had different voxel resolutions. However, the LR value of 
the HiRes zoom was higher than that of the standard zoom. 
This finding, in agreement with previous studies,'"'*"* con- 
firmed the greater probability of correctly detecting cavi- 
ties when the image was acquired by higher voxel resolu- 
tions. The difference between the exposure factors of two 
modes could be an effective factor on the image quality in 
addition to a voxel resolution. 

In conclusion, two different modes of CBCT with vari- 
ous voxel sizes and fields of view showed high diagnostic 
accuracy. The HiRes zoom was more effective when it was 
used for small ERR cavities located in the apical third and 
on lingual surfaces. 
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